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Unit 


Extended 



List 

Discount 

Net 

Product/Description 

Qty/Unit 

Price 

Amount 

Price 

G3241A 

1.000 EA 

49,661.00 USD 

2,483.05- 

47,177.95 


5975C VL MSD/DS Diffusion Pump El Bundle 
for use with 7890A, 6890 & 6850 GC. 

Includes G3170A MSD, ChemStation 

(Win XP), G1701EA SW, PC, LaserJet printer. 

NOT INCLUDED:G3397A Ion gauge controller. 

With the following configuration: 

Ship-to Country : USA 
Installation (44K) 

Familiarization at Installation (44L) 

1 Year SW Upgrade/Phone Assist (44W) 
1YR PC Repair Recovery Service (OTP) 


Item Total 47,177.95 


Purchase Agreement discount of 5.00 % is applied AGZ22 

G3397A 1.000 EA 1,487.00 USD 74.35- 1,412.65 

Ion Gauge Controller for use w/ 5975 MSD 

With the following configuration: 

Ship-to Country : USA 


Item Total 1,412.65 


Purchase Agreement discount of 5.00 % is applied AGZ22 
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Unit 


Extended 



List 

Discount 

Net 

Product/Description 

Qty/Unit 

Price 

Amount 

Price 

G3442A 

1.000 EA 

17,053.00 USD 

852.65- 

16,200.35 


Agilent 7890A GC for 5975 Series MSD 
Agilent 7890A GC for 5975 Series MSD 
Includes lOOpsi split/splitless inlet, 

LAN interface and interface for 5975 
Series MSD 

With the following configuration: 

Ship-to Country : USA 
Installation (44K) 

Familiarization at Installation (44L) 


Item Total 16,200.35 


Purchase Agreement discount of 5.00 % is applied AGZ22 
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Unit 


Extended 



List 

Discount 

Net 

Product/Description 

Qty/Unit 

Price 

Amount 

Price 

G1041A 

1.000 EA 

1,912.00 USD 

95.60- 

1,816.40 


NIST 05 MS Library Bundle Upgrade includes: 

191K spectra, 163K structures (Agilent & NIST 
formats), 

121K Kovats Rl, 5.2K MS/MS spectra, and NIST MS 
Search 

& Deconvolution Programs. Requires ~140MB. 
CD-ROM. 


With the following configuration: 
Ship-to Country : USA 


Item Total 1,816.40 

Purchase Agreement discount of 5.00 % is applied AGZ22 
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Product/Description 

Qty/Unit 

Unit 

List 

Price 

Discount 

Amount 

Extended 

Net 

Price 

G2913A 

7683B Autoinjector Module 

Includes one transfer turret, one 

8-sample turret, 6890 injector 
mounting post, and small "parking" 
post for GC. 

1.000 

EA 

5,304.00 USD 

265.20- 

5,038.80 

With the following configuration: 

Ship-to Country : USA 

Installation (44K) 

1 

EA 

304.00 USD 

15.20- 

288.80 




Item Total 


5,327.60 

Purchase Agreement discount of 5.00 % is applied AGZ22 






G2614A 

7683 Autosampler tray module. 

Includes a pack of 100 2-mL screw-cap 

vials. Provides cable connection for 

the G1926A bar code reader. 

1.000 

EA 

6,033.00 USD 

301.65- 

5,731.35 

With the following configuration: 

Ship-to Country : USA 






Installation (44K) 

1 

EA 

304.00 USD 

15.20- 

288.80 




Item Total 


6,020.15 

Purchase Agreement discount of 5.00 % is applied AGZ22 
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Unit 


Extended 



List 

Discount 

Net 

Product/Description 

Qty/Unit 

Price 

Amount 

Price 


Gross Amount 
Total Discount 

Total 


: $ 82,058.00 

: $ 4,102.90 

: $ 77,955.10 
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TO PLACE AN ORDER, Agilent offers several options: 

1) Visit http://www.agilent.com/chem/supplies to place online orders using a purchase order or credit card. 

2) Call 1-800-227-9770 (option 1) any weekday between Sam and 8 pm Eastern time in the U.S., Canada & Puerto Rico. 

3) To place an order for Consumables, please fax the order to 302-633-8901. 

To place an instrument and/or software order, please fax the order to 302-633-8953. 

4) Or you can mail your order to: 

Agilent Technologies 

North American Customer Contact Center 
2850 Centerville Road BU3-2 
Wilmington, DE 19808-1610 
To place an order, the following information is required: 

■ Purchase order number or credit card, delivery date, ship to, invoice to, end user, and quote number. 

GSA customers please provide GSA contract #. 

EXCLUSIVE OFFERS FOR NEW INSTRUMENT CUSTOMERS, go to www.agilent.com/chem/exclusiveoffers 
TO CHECK THE STATUS OF AN ORDER: 

1) Visit www.agilent.com/chem/supplies to check the status of your order. 

2) Call 1-800-227-9770 (option 1) any weekday between 8 am and 8 pm Eastern time, in the U.S., Canada & 

Puerto Rico. You will need to know the purchase order or credit card number the order was placed on. 

FINANCING AND LEASING - A wide range of options are available from Agilent's preferred financing partner, GE Capital Solutions. For more 
information or to discuss how monthly payments could suit your operational or budgetary requirements, contact your Agilent Account Manager. 

TERMS AND CONDITIONS: 

This offer is subject to Agilent Technologies' Standard Terms and Conditions of AGZ22. 

Pricing: Web prices are provided only for the U.S. in U.S.dollars. All phone prices are in local currency and for end use. 

Applicable local taxes are applied. 

All Sales Tax is subject to change at the time of order. 

Shipping and Handling Charges: Orders with a value less than $2000 or those requiring special services such as overnight 
delivery may be subject to additional shipping & handling fees. Some of these charges may be avoided by ordering via the Web 
Payment Terms: Net 30 days from invoice date, subject to credit approval. 

* Quotation Validity: This quotation is valid for 60 days unless otherwise indicated. 

* Warranty period for instrumentation is 1 year. The Warranty period for columns and consumables is 90 days. 

The sale of standard Products and Services referenced in this quotation is subject to the then current version of Agilent's Terms of Sale, and any LSCA Supplemental Terms or other applicable 
terms referenced herein. If any Products or Services are manufactured, configured or adapted to meet Customer's requirements, the sale of all Products and Services referenced in this 
quotation is subject to the then current version of Agilent's Terms of Sale for Custom Products and any LSCA Supplemental Terms or other applicable terms referenced herein. A copy of 
Agilent's Terms of Sale, Agilent's Terms of Sale for Custom Products and the LSCA Supplemental Terms Is either attached or has been previously provided to you. Please contact us If you 
have not received a copy or require an additional copy. If you have a separate agreement in effect with Agilent covering the sale of Products and Services referenced in this quotation, the terms 
of that agreement will apply to those Products and Services. Agilent expressly objects to any different or additional terms in your purchase/sales order documentation, unless agreed to in 
writing by Agilent. Product and Service availability dates are estimated at the time of the quotation. Actual delivery dates or delivery windows will be specified at the time Agilent acknowledges 
and accepts your purchase order. The above conditions shall apply to the fullest extent permitted by the law. You may have other statutory or legal rights available. Commodities, technology or 
software exported from the United States of America ("U.S.") or from other exporting countries will be subject to the U.S. Export Administration Regulations and all exporting countries' export 
laws and regulations. Diversion contrary to U.S. law and the applicable export laws and regulations Is prohibited. 


Folk OIG PRR 006821 







